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Grid plates are calibrated by a com- 
pletely automated high precision roea- 
sraing machine which uses a computer 
vision system to detect and locate the 
grid marts. The sj'stem routinely cali- 
brates plates of up to 600 x 600 millime- 
ters with accuracies of 0.5 micrometers. 
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level of performance and tests of the 
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1. Introduction 

With the increasing use of video based ditnen- 
sional measuring macliines, there is a correspond- 
ing growth in the need for two-dimensional 
artifacts to use as calibration standards. Since the 
major uses for these systems range from measuring 
semiconductor geometry over a few square mil- 
limeters to ptiotogrammetry and PC board inspec- 
tions over a square meter, a system for calibrating 
such standards must have both high accuracy and a 
large dimensional range. The grid plates discussed 
in this paper are generally glass plates with some 
type of symmetric grid mark plated on the glass 
surface. The simplest type is a glass plate with a 
square grid of 20 \xm wide chrome lines spaced ev- 
ery one or two centimeters. However, the variety 
of materials and grid marks is large, ranging to 
metal plates with randomly drilled holes. 

This note is designed to describe the theory, op- 
eration, and performance of the NBS automated 



grid plate calibration system. This system uses a 
computer controlled coordinate measuring ma- 
chine and a computer based video system to detect 
and record the positions of the grid marks on grid 
plates up to 600 mm square. The normal calibration 
procedure is to measure the position of each grid 
mark on a plate in a pattern which repeatedly mea- 
sures a few of the points several times distributed 
throughout the run to gather process control data 
on the calibration repeatability and drift. The run is 
then repeated. The plate is turned 90 degrees and 
measured twice again. This process of collecting 
redundant data provides enough information to 
give the positions on the grid marks, statistical in- 
formation for realistic error estimates, and process 
control data about the measurement system. 

The description of the system is organized into 
six sections: the coordinate measuring machine, the 
video imaging system, the measurement procedure, 
the data analysis, the system accuracy, and the out- 
look for upgrading the calibration performance. 
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2. Coordinate Measuring Machine 
2.1 Hardware 

The machine oted for grid plate calibrMions 
is a Moore Special Tool Company five-axis coordL- 
nate measuring machine'. It has a fixed bridge 
type geometry with a measuring volume of 
1200x600x250 ram. The machine has been exten- 
sively studied and is described in detail in 
[1] and [2], 

The machine, shown in figure 1, has very accu- 
rate lead screws and guideways. To increase the 
accuracy even further, each axis was retrofitted 
with a laser interferometer which allows resolution 
of displacements of less than 0.02 jim. The laser 
interferometer receivers and corner cubes were 
placed on metrology frames attached to the table, 
Y slide, and on top of the Z spindle. The X motion 
is provided by a table which travels on twin V 




Figure J. Diagram of coordinate measuiing machine. The 
metrology bases support the laser interferometer syslems. The 
arior map relates the measured position of the bottom of the Z 
axis to the true position in an ideal reference frame. 



' Certain commercial equipment, instruments, cr materials are 
identified in this paper in order to adequately specify the exper- 
imenta) procedure- Such identification does not imply the rec- 
ommendalion or endorsement by the National Bureau of 
Standards, nor does it imply that the materials or equipment are 
necessarily tbe best available for the purpose. 



roller bearing ways. The Y axis moves on twin V 
roller bearings on a fixed bridge. The total traveL is 
1200 mm in the X direction and 600 mm in (he Y 
(Mrection. 

The geometric errors of the machine are quite 
small for a machine of this size. In order to obtain 
the maximum accuracy possible from the machine, 
a systematic study of the errors inherent in the 
machine was made. 

While no attempt is made to correct for the small 
geometric errors in the machine motion during a 
measurement, software algorithms have been de- 
veloped to correct the raw data for all of the 
knowm rigid body errors in the machine motion. A 
model of the machine was developed which in- 
cluded all of the rigid body systematic geometric 
errors, including the pitch, yaw, roll, and straight- 
ness of each axis. From very precise and repeated 
measurements of these errors an error map was de- 
veloped which, when us-ed with the model of the 
machine, could correct any measurement to an ac- 
curacy near the level of the repeatability of the 
machine. 

The error map was measured at each of 1950 
equally spaced points in the measurement voliune 
and the standard deviations of the measured errors 
were found to be quite smaW; about 0.01 second of 
arc for the angular error and 0.02 jam for the 
straightness errors. Examples of the error diagrams 
obtained are shown in figure 2. 

Many of the maps are smooch, as in figure 2(a). 
Even though the error map is measured at 2-inch 
intervals, a linear interpolation of the map provides 
an adequate measure of the error for points be- 
tween measured points. Some of the errors are 
more complex, as in figure 2(b). It is obvious that 
there is structure to the errors, between the calibra- 
tion points which would result in small local sys- 
tematic errors of up to 0,05 fim. Since these 
interpolation errors in one cell of the calibration 
grid are nncorrelated with chose of other cells, 
multiple measurements placing the grid at different 
places on the table will reduce the error by 
averaging. 

The only significant systematic error which 
could not be adequately modeled is that due to the 
table bending. The machine moves on twin V cross 
section roller bearii^gs. Because of small irregulari- 
ties in the parallelism of the ways, the table is 
pinched slightly as it moves from one end of travel 
to the other. The table response is to bend upward 
in the middle, when unloaded, by as much as 
2.5 jjm. Since this is not a rigid body motion it is 
difBciLlt tC5 include the associated ertors in the 
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model. However, because of the large number of 
cortectLon parameters used in the model, some 
compenBatian is made in the fitting process and the 
r«$idu£.I error is small. Th; pr3:>lem is serious anly 
bsca^ss the tab.e r-ending depends Dr. the -weight 




(a) 



Yow of X iab\e molion 




(b) 



1 um 



I ttroiglitness of i lable mutlan 



Figure 2. Topical error maps for coordmate measuring ma- 
cbine. The repeatability of the data is more than an order of 
maenitude stnaller nbati tlie measured errors. 



and position of the piece being measured. For ball 
ptates, which can be 50 to ZODlcg, this is a serious 
problem as the error map mlgh: shift; for grid 
plates Wiihich wdgh up la L kg the problem & 
m.rj mal. 

Each time a calibrE-tion is. made with the ma- 
c-tiine, the macbitie model and error map are U9ed> 
By taking redundant data, as explained ;n. section 4. 
any change in the error map will be apparent from 
the data analysis. Over the years since the original 
calibration was made, no significant change in the 
error map has been found. 

2.2 Eaviramnental Control 

The machine environment, that is, temperature, 
air pressure and humidity, affect measurement ac- 
curacy. While the highest quality grid plates are 
made from quarts, which has a very sniE.ll thermal 
expansion coefficieat, the machine is made of steel, 
and the effscis of environmental changes on the 
measurhig machine geometry are important. Be- 
sides maintaining the room temperattrre as nearly- 
constant as possible, as many heat sources as possi- 
bJe have been controlled. For e^fample; 

a. Each step motor has a temperature control 
system which circulates chilled water in tub- 
ing attached to the motor housing if the tem- 
perature rises above a preset temperature; 

b. The room has indirect Ughting to prevent 

shadows; 

c. The measurement is completely automated 
so that ito human heat source need be 
present near the machine after the run bas 
begun; 

d- Ten thermocouples, placed at strategic loca- 
tions on the machine, measure the thermal 
profile of the machine as the calib rations are 
made to check on the actual thermal stability 
of the machine frame; 

e. Generally, the machine Is run through a 
warm-!ip cycle for 2 to 6 hours to assure that 
thermal equilibrium is reached before the 
measurement run is begun. 

The air temperature, pressure, and htJiiiidity are 

also important to the length scales of the machine. 
Since the interferometers measure in terms of the 
laser wavelength in air, the index of refraction of 
the air is important. Most laser measurement sys- 
tems have available sensors which automatically 
make corrections, but in order to maintain the 
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highest level of measurement assurance we mea- 
sure the temperature, pressure and humidity inde- 
pendently and calculate the index of refraction 
from the formula of Jones [3]. 

The room stability is quite good over long peri- 
ods of time, within 0.2 "C, but since the room is not 
separately therm ostated, occasional temperature 
excursions occur. An example is shown in figure 3. 
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FigLre 3. Room temperature and Y coordinate of the bottom of 
the Z axis as functions of time, showing machine response to 
change in room temperature. 

The top graph shows the Y durection motion of 
the bottom of the Z axis in response to the air tem- 
perature change shown ia the bottom graph. The 
thermal time constant of the machine is over 2 
hours, and four to six time constants are needed 
before the temperature stability is adequate for a 
calibration. 

The temperatures of the air, grid plate, and ma- 
chine are recorded at least every hour during the 
measurement to detect thermal problems. Because 
of the difficulty of developing a thermal model of 
the machine which would allow correction of the 
data for temperature changes, the machine thermal 
profile data is used only as a "go/no go" test for 
the calibration. If the machine thermal profile has 



been insufficiently stable during a particular mea- 
surement, that measurement is repeated. Even un- 
der the best conditions there is some small drift in 
the system over the 1 to 3 hours of a typical mea- 
surement. To compensate for some of this drift the 
measurement algorithm has at least one reference 
point which is repeated periodically during the run 
to provide a practical measure of the machine drift. 
Details of this technique are provided in section 4. 



3. Video Imaging System 

A high-resolution television camera (vidicon) 
equipped with a commercial microscope system 
mounted on the Z axis of the machine is used to 
observe the marks (usually crosses) on the grid 
plate. A block diagram of the system is shown in 
figure 4. 
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Figure 4. Block diagram of video system feedback loop. The 
VPU finds the slope and intercept of each edge of the grid mark 
arras, UBing windows as shown on the monitor. The microcom- 
puter functions as a smart interface and transfers position offset 
data to the system controller. The system controller moves the 
camera to the center of the grid liiark. 

The commercial video processor currently used 
is a simple edge detector. The output from a high 
resolution vidicon is fed into a processor and digi- 
tized into a 400X500 picture element (pixel) grid. 
The signal is compared with a user chosen intensity 
threshold, and on each line the positions of the first 
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and last threshold crossings (dark to light or light 
to dark) are recorded in the system memory. 

The raw data, or the results of any of a number 
of functions of the raw data performed in the pro- 
cessors firmware, can be output to a remote com- 
puter. Among the functions used for our 
measurements, the most important are; 

Windowing — Any rectangular portion of the 
video image field can be used for analysis, ignor- 
ing the rest of the picture. By using windows, 
irrelevant lines and noisy areas of the picture can 
be avoided, allowing unambiguous analysis of 
the video data. 

Centroid — The centroid of black or white pixels 
can be calculated. For symmetric grid marks such 
as crosses, Xs, and circles the centroid is used as 
a fast measure of the correction needed to move 
the mark close to the center of the screen. 
Linear fit to an edge — A line can be fit to either 
the leading edge (first threshold crossing) data or 
the trailing edge data in any window. Thus, if 
the windows are chosen to include only one 
edge of a grid mark, the slope and intercept of 
the line can be obtained. 

There are several ways to define the center of 
the grid mark. Among the possibilities are the cen- 
troid of the grid mark, the centroid of the edges of 
the grid mark, and various fits to features of the 
mark. For most marks, which are crosses, we have 
chosen to fit a straight line to a section of the two 
edges of each of the four arms of the cross. Gener- 
ally, an edge fit which avoids the actual intersec- 
tions of the lilies provides the most accurate 
calibrations, particularly for lower quality grids 
which have various irregularities at the line inter- 
sections. As shown in figure 5, there are a number 
of defects which can cause problems; such as dirt, 
which is removable, and chips and stray marks, 
which are not. 

We use the centroid of the intersections of the 
eight lines as the center position. The difference 
between the calculated center of the grid mark and 
the center of the video display is used by the com- 
puter system to move the X and Y carriages until 
the camera is directly over the center of the mark 
as indicated by a null reading. 

This procedure eliminates the need for precise 
calibration of the vision system. Since all of the 
grid marks are nearly identical, and the marks are 
brought to the same position and orientation in the 
video field, many systematic errors in the camera 
system are irrelevant, For example, since the image 
is symmetric, lowering or raising the threshold 
changes the width of the Unes, but the apparent 



center is not displaced. Also, any small geometric 
distortion in the system optics does not affect the 
relative positions of the grid marks. 




Figure 5. Composite grid mark showing placement of video 
windows and typical grid mark irregularities. The small dots 
represent video noise and dust. 

Repeatability of the system is quite good. Multiple 
measurements of the center of a single grid mark 
gives a standard deviation of the calculated center 
coordinates of less than 1 pixel as shown in figure 
6. For high quality grids with linewidths of 10 to 
20 jxm, precision is commonly 0.2 to 0.4 pixels, and 
is nearly independent of the magnification of the 
microscope up to about 0.2 jim per pixel. At higher 
magnification diffraction effects become important. 
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Figure 6. Stability and repeatability of the video system. The 
precision is relatively independent of the microscope magnifica- 
tion until diffraction from the edges becomes dominant. 
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One problem which has not yet resolved is that 
the algorithm for defining the center corresponds 
to that of a human operator only if the grid mark is 
smooth, sharp and free from defects. A human op- 
erator would ignore irregularities in the edge of the 
line. The current program uses these stray points as 
well as the edge points of the grid mark, a proce- 
dure which will produce calibrations with system- 
atic differences from those of a human operator. 
Photoelectric microscopes have been used on 
many line centering systems [4,5] and are thought 
to provide a response close to that of a human ob- 
server. However, because of the large number of 
points used in the algorithm (over 1000) and the 
window placements, the lines must be quite defec- 
tive to produce significant errors. 

A number of other methods for defining the grid 
mark center have been tried, including algorithms 
using the centroid of the hne rather than edge fits. 
Methods which use points on the interior of the 
lines, such as the centroid function, are less vulner- 
able to noise in the video signal but have lower 
precision than edge methods. Methods using multi- 
ple windows and various tests for edge irregulari- 
ties can be used, but the amount of time needed for 
each intersection becomes much larger. Because of 
the increased time needed for the measurement, the 
gain in accuracy in the center measurement is usu- 
ally canceled by random error due the variability 
of the room temperature. Plates which do not have 
consistent and well formed marks are assigned 
higher values of uncertainty. 

For the highest quality grid plates, magnification 
is Umited by diffraction; the edges of the lines be- 
come indistinct. This limit is reached for magnifica- 
tions of more than 0.15 jxm per pixel. The effect of 
higher magnification is that the standard deviation 
of the measured coordinates becomes larger and 
cancels the gain in magnification. For most grid 
plates the optical magnification used is limited by 
practical considerations rather than limits due to 
diffraction or optical aberrations. The rules of 
thumb used to select the magnification depend on 
both the performance of the system and the charac- 
teristics of the grid plates calibrated in the past. 

1. Geometric irregularities; e.g., widening or 
necking of the lines, chipped edges due to 
wear, or dirt are very frequent at the inter- 
section of the two lines which make up the 
grid mark. Because of this a square area of 
two to three times the line diameter on a side 
centered on the grid mark center is avoided. 

2. When the fit is done to the edges of the grid 
mark, there are two requirements for the fit. 



The first is that enough of the line is sampled 
to get a true picture of the line edge geome- 
try. The second is that the fit must be accu- 
rate enough to be extrapolated to the center 
of the line to find the center. 
Using these rules for 20 fim lines (the most com- 
mon size), magnification of approximately 0.5 jiim 
per pixel is used. For smaller lines more magnifica- 
tion, up to 0.15 fim. per pixel is used. The largest 
line encountered has been 250 ju,m, and magnifica- 
tion of 2 fim per pixel was necessary. At this low 
magnification the precision of the centering al- 
gorithm was seriously affected. 

4. Measurement Procedure 

The measurement procedure and data analysis 
are designed to implement the principles of multi- 
ple redundancy and temporal modeling. There 
have been a number of schemes proposed [1,5-7]; 
the scheme currently implemented is that of 
Hocken and Borchardt [2]. An overview of the cal- 
ibration is shown in figure 7. 
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Figure 7. Overview of grid plate calibration system. 

The first step is to make up a measurement pat- 
tern, i.e., the order in which the points are to be 
measured. The program GRIDPLT controls the 
machine and records the coordinates, environmen- 
tal factors, and the time at which each measure- 
ment is made. The raw data is then corrected for 
the known geometric errors of the machine by 
SHOWER2D. Thermal drift corrections, if 
needed, are also made in this program. Finally, the 
two runs in each orientation are combined and the 
data fit to the calibration model by ALBE3. This 
program reports the coordinates of the grid marks. 
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the process control parameters, and an estimate of 
the calibration uncertainty. Each of these steps is 
explained in detail in the rest of this section. 

The model of the measurement system must in- 
clude both the coordinates of the grid marks as 
well as all of the known systematic errors. For ex- 
ample, a grid plate model for the simplest case, 
three grid marks, might contain as parameters the 
true coordinates of the points, an angular correc- 
tion for a possible error in the X and Y axis square- 
ness, and a scale error for differences in the X and 
Y length scales. This case is shown in figure 8. 




PARAMETERS (6) 
X2,Y2.X3,Y3,e.A 



DATA (8) 

X2',Y2',X3',Y3' 

ROTATED X2",Y2",X3".Y3" 



Figure 8. Simple model for three-point grid plate. In two runs, 
eight independent data points are taken. Since the model has six 
parameters, a best fit to the model can be made. 

The true coordinates are in the ideal system X 
and Y. The machine coordinate system X', Y' is 
characterized by a possible difference in scale. A, 
and the deviation of the axes from orthogonality,0. 
Since the actual errors in the machine are small, a 
linear model is adequate. 

The machine coordinates are set so that point 1 is 
the origin. If the coordinates of the points are mea- 
sured in the machine coordinates, i]i.l\ Yl') and 
QCy , y3'). and again with the plate rotated 90 de- 
grees, {XT, ¥2") and (X3", Y3"), we have a total 
of eight data values. Since the model has only six 
parameters the model can be solved. Obviously for 
real grid plates with 12 to 130 points the number of 
redundant points is very large. 

In actual practice, the plate is measured four 
times, twice in one orientation and twice after ro- 
tating the plate 90 degrees. The two repeat runs are 
averaged to increase the precision of the coordi- 
nates. Each individual run has a number of re- 
peated points which allow any drift in the machine 
coordinate system to be measured. A sample cali- 
bration pattern is shown in figure 9. 
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Figure 9. Typical calibration pattern. The complete design is 
path 1 followed by path 2 followed by path 3. Point 8 is the 
primary leference for measuring the drift in the machine geome- 
try. The other repeat points are used to check the repeatability 
of the system. 

Notice that point 8 is taken several times during 
each run. The drift in the coordinates of point 8 is 
a measure of the drift in the machine coordinate 
system. To monitor the drift, the point must be 
taken at a frequency large with respect to the in- 
verse time constant of the machine thermal relax- 
ation. For most grids, one point measurement takes 
2 to 3 minutes, and the repeat point is taken every 
five to 10 points to give a frequency of three to 
four times an hour. The thermal relaxation time is 
about 2 hours as mentioned in section 1. 

At each point the coordinates and the time of the 
measurement are recorded. The currently used al- 
gorithm takes the change in the coordinates of the 
repeat point, assumes the change is linear in time, 
and applies a scaled correction to all of the points 
taken between the two measurements of the repeat 
point, A typical drift pattern is shown in figure 10. 
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Figure 10. Time dependence of reference position during a typ- 
ical calibration. Note that the longer the machine has been run- 
ning the more stable the geometry becomes. Run 1 was 
preceded by a 2-hour warmup, and each run took about 1 hour. 
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Runs 2 and 4 are done directly after runs 1 and 3, 
respectively, and therefore have a longer effective 
warmup time. If the plate is turned directly after 
run 2, then runs 3 and 4 both have a long effective 
warmup. This usually leads to smaller drift correc- 
tions for runs 2 and 4, and sometimes 3 as shown in 
the figure 10. 

Since the primary repeat point data is corrected 
for drift it has no apparent uncertainty in position. 
The standard deviations of the other repeat points 
from their average positions are pooled to get a 
quick measure of the repeatability of the run. If the 
repeat points are widely separated in time and 
space, this standard deviation is usually very close 
to the pooled standard deviation found when the 
two runs from one orientation are combined. 

Using the technique of multiple redundancy in the 
data collection, (i,e,, multiple readings of certain 
points in each run, plus multiple runs in multiple 
orientations), there is enough information to deter- 
mine all of the model parameters. Since these para- 
meters include both the coordinates of the grid 
marks and measures of the known systematic errors 
of the measurement system, each calibration provi- 
des measurement assurance data. With this constant 
monitoring of the major systematic errors, it is not 
necessary to make frequent measurements of our 
control grid plate to assess system performance. 

The procedure also provides a measure of the 
unmodeled systematic errors since any errors 
which are not identical for both axes will increase 
the apparent random error of the calibration. In 
fact, the standard deviation of the combined four 
runs is generally about 0.03 jam larger than that of 
the individual runs, implying small residual unmod- 
eled systematic errors. 



5. Performance 

There are two important aspects of performance 
which have been studied; the precision and accu- 
racy reported by the data analysis, and the true 
accuracy with respect to the national length stan- 
dard. 

About 50 plates calibrated with the system and 
the results have been very dependent on the quality 
of the grid, Table 1 shows the performance 
parameters for some of the plates run in the last 2 
years. The uncertainty column gives the uncer- 
tainty derived from the final model fit of the com- 
bined data from the four runs. Since the analysis 
treats any unmodeled systematic error as a random 
error, and the uncertainty is taken as three times 



the apparent random error, this error estimate over 
estimates the true error. 

Table 1. Performance parameters. 



Calibration 


#pts 


Size of plate 


Total uncertainty 






(mm) 


(ftm) 


E0O79 


67 


200X200 


0,64 


M2470 


133 


230X230 


0.80 


M2463 


121 


200X200 


0.67 


MOOOl 


13 


200X200 


0.36 


M0002 


13 


100X100 


0.74 


M2340 


12 


170X100 


0,48 


M2341 


12 


170x100 


0.70 


JSBOl 


81 


115X115 


0.33 


JSB24 


4-5 


120X120 


0.45 


M2607A 


25 


600X600 


1.12 


M2569 


25 


600X600 


0.84 



The last plates M2607A and M2569 are plates 
with 250 /xm wide lines. After the four runs of the 
standard calibration scheme the uncertainty was 
over 2 ju,m, a result of the loss of precision inher- 
rent in the low magnification. Since the repeatabili- 
ty of the video system is near 1 pixel (3 or) over a 
large range of magnifications, lower magnification 
leads to lower precision in setting the camera over 
the grid. For normal magnifications, the uncertain- 
ty is limited primarily by the accuracy of the coor- 
dinate measuring machine, 0.3 to 0.6 fim depending 
on the thermal behavior of the room during the 
measurements. Only for very low magnifications is 
the video system the main source of uncertainty. 
For these plates the calibration was run again and 
the data combined. This reduced the random com- 
ponent of the error to an acceptable size. 

The overall experience with the system shows 
that the uncertainty in the calibration is not 
strongly dependent on the size of the plate, number 
of points or the size of the grid line. When plates 
have over 100 points the length of the run becomes 
long (over 4 hours), and thermal drift becomes a 
problem. For lines over 40 jam wide there is loss of 
precision in the video centering, but more runs can 
reduce the error. Plates over 600 mm on a side can- 
not be calibrated with the normal analysis software 
because the machine has only 600 mm of travel in 
the Y direction. For plates over 300 mm square 
there is an increase in run time due to the speed of 
the machine, 200 mm/min, which can allow ther- 
mal problems to affect the calibration repeatability. 

The best quality grid plates which have been cal- 
ibrated, JSBOl and JSB24, were calibrated as a test 
of the absolute accuracy of the system. The plates 
were first calibrated on the NBS linescale inter- 
ferometer, a one-dimensional machine which is 
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capable of calibrating any linescale less than one 
meter in length. The system is described in detail 
elsewhere [6,8]. Any line of grid marks on a grid 
plate of the type used here, less than 15 cm on a 
side, can be calibrated with uncertainties of less 
than 0.02 jum. Since this accuracy is nearly an or- 
der of magnitude better than the Moore 5 grid 
plate system, the lines on a grid calibrated on the 
linescale can be treated as primary length stan- 
dards. The grids were then recalibrated using the 
grid plate system. 

One change in the normal grid plate software 
was made for these tests, Since the linescale is a 
one- dimensional instrument, only two arms of the 
grid marks are measured. For example, in the grid 
mark of figure 5, the linescale interferometer 
would use only the top line of the grid marks for 
the calibration in one direction, and the right line 
when the plate was turned to do the orthogonal 
direction.. This measurement will be the same only 
if all of the grid marks have the same orientation to 
the measurement axis. In order to prevent any sys- 
tematic errors due to irregularities in the alignment 
of the crosses., the video system was programmed 
to measure only the same two arms of the grid 
marks that were used by the linescale. Since the 
grid plate software demands that both arms of the 
grid mark be on the screen at the same time only a 
40 (Mm length of the line could be used in the fit. 
Since the linescale used up to 100 fim there miglit 
be very small systematic errors due to edge defor- 
mities in the edge section not measured by the 
video system. This effect was not investigated. 

To compare the calibrations, the distance be- 
tween every two points on each line was calcu- 
lated. For example, for line one of plate one there 
are nine grid marks one half inch apart. From this 
line there are eight half inch subintervals, 7 one 
inch subintervals, 6 one and one half inch subinter- 
vals, 5 two inch subintervals, etc. The differences 
between the grid plate system and the linescale cal- 
ibrations were averaged by subinterval length and 
the pooled standard deviation from the average 
was found for each length. The results are given in 
tables 2 and 3. 

The grid plate analysis program reported a 
pooled uncertainty of 0.33 p.m for plate JSBOl. The 
deviation of the coordinates from the linescale cali- 
bration yielded a three times pooled standard devi- 
ation of 0.035 jLim, a good agreement with the 
analysis program result. 

The same comparison for plate JSB24 found the 
analysis program imcertainty to be 0.45 jam and the 
comparison with the linescale calibration gave a 



3 cr of 0.38 jLtm. Both of these results show that the 
grid plate analysis results are valid estimates of the 
absolute uncertainty of the calibration. 



Table 2. Plate JSBOl 
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Table 3. Plate JSB24 
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0.13 
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0.19 


0.24 
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0.02 




0.20 
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The length dependence of the errors are shown 
in figure 11. The systematic length dependent part 
of the error is different for the two plates. The 
most reasonable explanation of this effect is a result 
of the small scale errors in the machine geometry. 
Since the error map interpolates between the data 
at 2 inch intervals, nonlinear errors in the machine 
with characteristic length of less than 2 inches will 
not be corrected. This hypothesis is supported by 
fact that the characters of the error curves are dif- 
ferent. Since the two plates were calibrated at dif- 
ferent pKjsitions on the machine table, if the small 
scale errors not contained in the error map are the 
determining factor the error curves should vary 
with position on the table. Had the error curves 
been very similar an error source independent of 
the small scale geometric errors of the machine, for 
example the laser wavelength corrections or tem- 
perature scale, would be suspect. 

It is possible to reduce this source of error by 
measuring the plate in random positions on the 
table, thereby averaging out the geometric errors. 
From tables 2 and 3 it can be seen that the random 
errors as estimated by the three times the pooled 
standard deviation are somewhat larger than the 
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Systematic Error in JSH0! Calibration 
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6. Outlook 

Given the current performance level of the ma- 
chine and the known limitations of the calibration 
naethod, there are a number of changes which 
would improve the accuracy and uncertainty of the 
grid plate calibrations. 

The video system, under best conditions, has a 
reproducibility of about 0.02 jam {1 <f). This level 
has been found for a number of small grid plate 
runs, where the thermal properties of the machine 
were very stable and the calibration run limited to 
10 to 15 minutes. Increasing the speed of the ma- 
chine motion, the video processing, and the ther- 
mal stability of the system could make this 
precision routine for most grid plates of less than 6 
inches square. 

If the error map were perfect, combining runs 
with different orientations or positions on the table 
would not increase the measured random error. 
The unmodeled systematic error in the machine, 
measured by the difference between the pooled 
standard deviations of the runs in the same orienta- 
tion and the pooled standard deviation found when 
all of the runs combined, is generally 0.03 to 
0.05 \i,va.. This error is probably irreducible without 
physical changes in the machine. 

Currently under study are plans to upgrade the 
performance ot the machine by a major refit of the 
control system and improvement of the way ge- 
ometry to reduce the nonrigid body motions of the 
machine. With added speed and small improve- 
ments in the thermal stability of the room, it may 
be possible to produce calibrations routinely at a 
level closer to the combination of the minimum er- 
rors of the separate system components, about 
0.15 ^m. 
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Figure 11. Systematic error in the calibration of two grid plates. 
These plots show the average difference between the two-di- 
mensional grid plate system and the linescale interferometer 
measurements. 

systematic errors as determined by the comparison 
to the linescale interferometer data, some gain 
might be made. 
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